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Report:

Previous work of the applicants, leading up to the MD 156 experiments:

Using K-edge digital subtraction angiography, we were able to prove that it is possible to
acquire angiographic images of the cerebral vasculature after intravenous injection of
iodinated contrast agent. These experiments were performed in a small animal model.
(Schültke et al., Nuclear Inst. and Methods in Physics Research, A, 548 (1-2): 84-87, 2005)

Objective of the MD 156 experiments:
To test whether it would be possible, with the same technique, to acquire angiographic
images of the cerebral vasculature also in a large animal model, in size comparable to human
patients.

Animal model used:
Adult male pigs (4).



The animals were kept under general anesthesia for the duration of the imaging sessions and
were sacrificed at the end of the experiments. All animals yielded useful experimental results.

1. We established what could be seen if the contrast agent was injected directly into the
carotid artery (comparable to digital subtraction angiography, a.k.a. DSA, the present 'gold
standard' for the diagnostic of  neurovascular disease with conventional, hospital-based
equipment).

Figure 1: after injection of contrast agent into the aorta
Images of cerebral blood vessels in an adult pig, a.p. projections after injection of 5 ml
XENETIX® into the right carotid artery.  Injection speed: 5 ml/sec.
Only the right internal carotid artery (after the rete mirabile) is filled.

2. We used a central venous access for contrast administration, reasoning that the risk for
neurological deficits is lower with central venous injection than with catheterisation of the
arterial system.

Figure 2: after injection of contrast agent into the jugular vein
Images of cerebral blood vessels in an adult pig; a.p. projections after injection of 45 ml
XENETIX® into the right jugular vein. Injection speed: 15 ml / sec.
Speed of vertical movement of the imaging chair through the beam was 40 mm / sec for
image A and 180 mm / sec for image B.
The thick skull bone causes more beam attenuation at the higher scanning speed, but the
vascular structures can still be well identified.

3. Finally, we were testing whether we could acquire angiographic images of the cerebrum
also after injection of contrast agent into a peripheral vein, which would carry the least risk.
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Figure 3: after injection of contrast agent into  a peripheral vein (fore limb)
Images of cerebral blood vessels in an adult pig; a.p. projections after injection of 45 ml
XENETIX® into a peripheral vein. Injection speed: 15 ml / sec.
Speed of vertical movement of the imaging chair through the beam was 40 mm / sec for
image A and 180 mm / sec for image B.
Although the thick skull bone causes more beam attenuation at the higher scanning speed, the
vascular structures can still be well identified.

Vertical speed
(mm/sec)

Temporal
resolution

(sec)

Duration of image
(sec)

40 2.11 1.92
180 0.912 0.407

Table 1: Correlation of vertical speed of the imaging stage moving through the beam, the
resulting temporal resolution and the required duration to acquire one image.

Thus, we have reached the objective of the MD 156 experiments.
We have demonstrated that it is possible, in a model that is comparable in size to human
patients, to acquire images of the cerebral vasculature after injection of contrast agent in a
peripheral vein when synchrotron-based digital K-edge subtraction angiography is used. We
have also shown that this can be done at radiation dose exposures that are acceptable for
imaging in human patients. In fact, we have understood from these experiments that the
acquisition of angiographic images is even more challenging in pigs than in human patients,
because the ratio between brain size and thickness of the skull is much more favorable in
humans than in pigs.

Manuscript in preparation for 'Radiology':
E. Schültke, S. Fiedler, L. Ogieglo, C. Nemoz, M. Kelly, P. Crawford, F. Esteve, T. Brochard,
M. Renier, H. Requard, G. LeDuc, B. Juurlink, K. Meguro: Synchrotron-based intra-venous
K-edge digital subtraction angiography in a pig model: A feasibility study.

Future directions:
1. Introduction of coils into the cerebrovascular system of two animals, to create an

appropriate model of a human-sized patient after endovascular treatment. This will
simulate the conditions encountered in our target population.

2. Testing the suitability of CT angiography in an animal model of electrocoiling.
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